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The temperature-dependent property of the Grueneisen parameter has been employed in photoacoustic
imaging mainly to measure tissue temperature. Here we explore this property using a different approach
and develop Grueneisen relaxation photoacoustic microscopy (GR-PAM), a technique that images
nonradiative absorption with confocal optical resolution. GR-PAM sequentially delivers two identical
laser pulses with a microsecond-scale time delay. The first laser pulse generates a photoacoustic signal and
thermally tags the in-focus absorbers. When the second laser pulse excites the tagged absorbers within the
thermal relaxation time, a photoacoustic signal stronger than the first one is produced, owing to the
temperature dependence of the Grueneisen parameter. GR-PAM detects the amplitude difference between
the two colocated photoacoustic signals, confocally imaging the nonradiative absorption. We greatly
improved axial resolution from 45 μm to 2.3 μm and, at the same time, slightly improved lateral resolution
from 0.63 μm to 0.41 μm. In addition, the optical sectioning capability facilitates the measurement of the
absolute absorption coefficient without fluence calibration.
DOI: 10.1103/PhysRevLett.113.174301 PACS numbers: 43.35.Ud, 42.82.Bq
Introduction.—Confocal microscopy has broad applica-
tions in life science, semiconductor inspection, and materi-
als science. It offers better optical resolution and a higher
signal-to-background ratio than wide-field microscopy [1].
However, confocal microscopic contrast has been limited
to backscattering and fluorescence; it cannot image non-
radiative absorption contrast with sufficient sensitivity.
Most molecules, especially those in biological tissues,
absorb photons at certain wavelengths and generate heat
via nonradiative relaxation, but only a few produce strong
radiative contrasts such as fluorescence. Hence, the ability
to image nonradiative absorption contrast can extend
microscopy to broader applications.
The recent development of optical-resolution photo-
acoustic microscopy (OR-PAM) has enabled imaging with
absorption contrasts [2–5]. However, like wide-field optical
microscopy, OR-PAM lacks optically defined axial reso-
lution when imaging planar objects—i.e., objects much
wider than the lateral resolution. Two-photon absorption
has been explored in OR-PAM to achieve better axial
resolution [6]. Yet, it is challenging to effectively separate
the two-photon photoacoustic (PA) signal from the pre-
dominant single-photon signal.
In this Letter, we explore a phenomenon in PA imaging,
which we call the Grueneisen relaxation effect [7]. This
effect describes the change of the Grueneisen parameter
within the thermal relaxation time following a laser impulse
excitation. Although it is well known that the Grueneisen
parameter is temperature dependent, it has not been widely
explored in photoacoustic imaging, except for measuring
tissue temperature. Here, in order to address the aforemen-
tioned challenges in confocal microscopy and OR-PAM,we
developed Grueneisen relaxation photoacoustic microscopy
(GR-PAM), which enables imaging nonradiative absorbers
with confocal resolution. GR-PAM sequentially excites
absorbers with two identical laser pulses. The first laser pulse
generatesaPAsignaland thermally tags theabsorbers.Owing
to the Grueneisen relaxation effect, the second laser pulse
generates a stronger PA signal than the first one. GR-PAM
detects the amplitude difference between the two PA signals,
achieving optically confocal imaging, with greatly improved
axial resolution and slightly improved lateral resolution as
well. In addition, taking advantage of the optical sectioning
capability, GR-PAM can measure the optical absorption
coefficient without fluence calibration, which has been a
challenge in quantitative PA tomography [5,8–13].
Principle.—In GR-PAM, two identical nanosecond laser
pulses are sequentially delivered with a submicrosecond
delay. The first pulse generates an initial pressure rise p01,
p01 ¼ Γ0ηthμaF; ð1Þ
where Γ0 is the Grueneisen parameter at the baseline
temperature, ηth is the heat conversion efficiency, μa is the
optical absorption coefficient, and F is the optical fluence.
The Grueneisen parameter depends on the local temperature,
following an approximated linear function [14–16].
Notably, the temperature rise responsible for the initial
pressure rise also alters the local Grueneisen parameter.
Within the thermal relaxation time of the first laser pulse,
we excite the same absorbers with the second laser pulse,
which generates another initial pressure rise p02,
p02 ¼ ðΓ0 þ bηthμaFÞηthμaF; ð2Þ
where b is a coefficient that relates the thermal energy
absorbed from the first pulse to the Grueneisen parameter
change at the time of the second laser excitation.
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We assume that the optical fluence follows a 2D
Gaussian distribution in the lateral directions. The PA
amplitude induced by the first laser pulse PA1 can be
derived from the spatial integration of p01,
PA1¼kΓ0ηthE
ZZ
μaðx;yÞ
1
πw2
exp

−x
2þy2
w2

dxdy; ð3Þ
where k is a constant related to the PA detection sensitivity,
E is the pulse energy, and w is the waist of the Gaussian
beam. Here we assume that the spatial integration in the
z-axis direction can be decoupled from the integrations in
the lateral (x, y) directions and that it contributes only to the
detection sensitivity k.
Similarly, the PA amplitude induced by the second laser
pulse can be written as
PA2¼kΓ0ηthE
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The right-hand side of Eq. (4) has two parts. The first
part is the same as PA1. The second part is generated jointly
from the first pulse’s Grueneisen relaxation effect and the
second pulse’s excitation.
Subtracting Eq. (3) from Eq. (4), we obtain the GR-PAM
signal
ΔPA ¼ PA2 − PA1
¼ kbη2thE2
ZZ
μ2aðx; yÞ
1
π2w4
exp

− x
2 þ y2
w2=2

dxdy:
ð5Þ
For a planar target with a uniform μa, the GR-PAM signal
becomes
ΔPA ¼ kbη2thμ2aE2ð1=2πw2Þ: ð6Þ
The Gaussian beam waist varies with the distance z from
the focus in a relationship of
w2 ¼ w20ð1þ z2=z2RÞ; ð7Þ
where w0 is the beam waist at the focus and zR is the
Rayleigh range. When z ¼ zR, the GR-PAM signal
amplitude decreases by half of that when the beam is
focused at the absorber plane. Hence the axial full width
at half maximum (FWHM) of a planar target is twice the
optical Rayleigh range, giving GR-PAM optical sectioning
capability. In comparison, the OR-PAM signal amplitude
from a planar target is PA1 ¼ kΓ0ηthμaE, which does not
depend on the focal distance. Therefore, conventional OR-
PAM cannot provide optical sectioning for planar targets.
The lateral resolution of GR-PAM can be estimated by
scanning a point target in the x − y plane. In such a case,
GR-PAM generates a two-dimensional image, expressed by
ΔPAðx; yÞ ¼ kbη2thμ2aE2
1
π2w4
exp

− x
2 þ y2
w2=2

: ð8Þ
The point spread function of the GR-PAM follows a
2D Gaussian distribution with a waist of w=
ﬃﬃﬃ
2
p
. In
comparison, OR-PAM gives an image described by
PA1ðx;yÞ¼kΓ0ηthμaEð1=πw2Þexpð−ðx2þy2Þ=w2Þ, which
has a waist of w. Therefore, the lateral resolution of
GR-PAM is better than that of OR-PAM by
ﬃﬃﬃ
2
p
.
GR-PAM is analogous to nonlinear microscopy tech-
niques. In GR-PAM, the first laser pulse thermally tags
absorbers. Since the fluence in the optical focus zone is
much higher than that out of the focal zone, only absorbers
within the focal zone can be effectively tagged. The second
laser pulse excites the same absorbers. The Grueneisen
relaxation effect allows the two temporally separated but
spatially colocated laser pulses to jointly act on the same
absorbers and produce an increased signal. The differential
operation, subtracting the first signal from the second one,
rejects the nontagged PA signals and results in the quadratic
dependence on fluence, analogous to other nonlinear effects
such as two-photon absorption. Typical optical fluence
distributions, the residual temperature rise, and a differential
pressure distribution are illustrated in Figs. 1(a)–1(c).
Experimental setup.—Figure 1(d) is a schematic of a
GR-PAM system. Two pulsed lasers (532-nm, 1-ns pulse
(a) (b) (c)
(d)
(e)
FIG. 1 (color online). (a) Fluence distribution for laser pulse 1
(L1). (b) Residual temperature rise from laser pulse 1 and fluence
distribution of laser pulse 2 (L2). (c) Differential pressure rise
induced by the Grueneisen relaxation effect. (d) Schematic
of a GR-PAM system. Amp, 40-dB broadband amplifier; DAQ,
high-speed digitizer; p01, initial pressure rise from the first laser
pulse; p02, initial pressure rise from the second laser pulse;
Δp0 ¼ p02 − p01; PC, computer; PD1 and PD2, photodiodes 1
and 2; PM, parabolic mirror; UT, ultrasonic transducer.
PRL 113, 174301 (2014) P HY S I CA L R EV I EW LE T T ER S
week ending
24 OCTOBER 2014
174301-2
duration, SPOT 100-200-532, Elforlight) are sequentially
triggered with a submicrosecond delay. Figure 1(e) shows
the temporal relationship among the laser triggers and the PA
signals. Both lasers operate at a 10-kHz pulse repetition rate,
and their pulse energies are calibrated by two photodiodes.
The two laser beams are spatially aligned and coupled
into a single-mode fiber connected to a PA probe [17].
The PA probe employs a 0.63 numerical aperture (NA)
objective to focus the laser beam. The optical depth of focus
(i.e., focal zone) is estimated to be 2.4 μm(1.8λ=NA2, where
λ ¼ 532 nm). A parabolic mirror with a center opening
transmits light and reflects the ultrasonic waves to a custom-
madeultrasonic transducer (53-MHz central frequency, 94%
bandwidth). The optical objective and the parabolic mirror
both focus to the same spot to optimize the PA detection
sensitivity. The detailed design of the PA probe is available
in Ref. [17]. The output of the ultrasonic transducer is
amplified by 40 dB, digitized at 500 MHz, and recorded
in a computer. At each position, two PA signals are
recorded. The computer and a field-programmable gate
array card (PCI-7830R, National Instruments) control a
three-axis motorized stage (PLS-85, PI miCos GmbH) to
perform three-dimensional scanning. Using this system, the
Grueneisen relaxation effect was experimentally validated
as shown in the Supplemental Material [18].
Measurement of lateral and axial resolutions.—Lateral
resolution was measured by imaging a sharp ink edge
on a cover glass. The edge spread function (ESF) of the
GR-PAM was obtained by scanning across the sharp edge
[Fig. 2(a)]. For comparison, the ESF of the OR-PAM was
computed from the PA signal of the first laser pulses.
Derivation of the ESFs gives the line spread functions
(LSF) [inset in Fig. 2(a)]. The FWHM of the LSF quantifies
the lateral resolution. The lateral resolutions of OR-PAM
and GR-PAM were 0.65 μm and 0.41 μm, respectively.
Therefore, the lateral resolution was improved by a factor
of 1.6, close to the theoretical prediction of
ﬃﬃﬃ
2
p
.
Axial resolutionwas estimated by scanning perpendicular
to a monolayer of red blood cells (RBCs). At each axial
position, the peak-to-peak amplitude of the differential PA
signal was recorded to form a 1D depth-resolved image of
the GR-PAM, which was fitted to a Gaussian function.
As shown in Fig. 2(b), the FWHM of the Gaussian curve
is 2.3 μm, which is close to the theoretical prediction of
2.4 μm. For comparison, the A-line of the OR-PAM was
obtained by converting a time-resolved PA signal into a
depth-resolved signal with the known sound speed in water
1.5 μm ns−1. We calculated the envelope of the OR-PAM
A-line using the Hilbert transformation. The FWHM of the
envelope is 45 μm. Clearly, GR-PAM provides an optical
axial resolution that is much higher than the current acoustic
axial resolution in this system. Here we should note that the
acoustic resolution of 45 μm is not the limit for all OR-PAM
systems. Other axial resolution quantification methods
might give a finer acoustic axial resolution [17]. Higher
frequency ultrasonic transducers and deconvolution algo-
rithms have been utilized to achieve higher acoustically
defined axial resolution at the cost of the signal-to-noise
ratio (SNR) [19,20]. Nevertheless, GR-PAM provides a
unique approach to achieve optically defined axial resolu-
tion, the novel imaging and sensing capabilities of which are
demonstrated in the following two experiments.
Optically sectioned imaging of red blood cells.—
Figures 3(a)–3(c) show GR-PAM images of a monolayer
of RBCs placed at different axial positions. The average
laser pulse energy was 25 nJ. As the RBCs moved out of
optical focus, the GR-PAM signals quickly decreased,
demonstrating optical sectioning. Supplemental Video 1 is
a movie of optically sectioned imaging of the RBC sample
[18]. Figures 3(d)–3(f) present OR-PAM images of the
same sample. The OR-PAM signals did not show obvious
changes when scanning the sample along the axial direction.
Figures 3(g)–3(h) present GR-PAM and OR-PAM side-view
images in the x − z plane. With optical axial resolution, a
small tilt angle of the sample slide was clearly imaged using
GR-PAM. In addition to the improvement in axial resolution,
GR-PAM also enhanced image contrast. The doughnut-
feature contrast was quantified as c ¼ ðPAmax − PAminÞ=
PAmax, where PAmin is the smallest pixel value in the
doughnut feature, andPAmax is the nearest peak value around
the doughnut center, as shown in Fig. 3(i). GR-PAM shows
clearer features of the doughnut-shaped red blood cells
than OR-PAM, and it increased the average contrast by a
factor of 4.2. Figure 3(j) shows a volumetric GR-PAM image
of red blood cells. The volumetric image is interpolated four
times in the z-axis direction. Supplemental Video 2 shows a
rotating volumetricGR-PAM image of theRBCsample [18].
Calibration-free measurement of absolute absorption
coefficient.—Measuring optical absorption coefficient is
the key to determine molecular concentrations. In conven-
tional PA imaging, in order to determine the absolute
absorption coefficient, we need to calibrate the local optical
fluence. However, the calibration is challenging due to
optical scattering and shadowing. Owing to its optical
sectioning capability and absorption contrast, GR-PAM
enables the quantification of the absolute absorption
coefficient without fluence calibration.
According to Beer’s law, optical energy decays exponen-
tiallywith the optical path length. In an absorption-dominant
-1.0 -0.5 0.0 0.5 1.0
-0.2
0.0
0.2
0.4
0.6
0.8
1.0
1.2
µ
(a)
-40 -30 -20 -10 0 10 20 30 40
0.0
0.2
0.4
0.6
0.8
1.0
1.2
µµ
µ
(b)
FIG. 2 (color online). (a) Lateral profiles of a sharp ink edge
measured by OR-PAM and GR-PAM. OR-PAM has a lateral
resolution of 0.65 μm, while GR-PAM has a lateral resolution of
0.41 μm. ESFs, edge spread functions; LSFs, line spread func-
tions. (b) Axial profiles of OR-PAM and GR-PAM. The FWHM
of the OR-PAM profile is 45 μm. The FWHM of the GR-PAM
profile is 2.3 μm.
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sample, the optical energy E can be approximated as an
exponential function of light path length. According to
Eq. (5), the GR-PAM signal is proportional to the square
of the optical energy. When scanning the GR-PAM focus
along the z-axis, the GR-PAM signal becomes
ΔPAðzÞ ¼ kbη2thμ2aE20ð1=2πw2Þ expð−2μazÞ; ð9Þ
where E0 is the pulse energy on the absorber surface,
and absorption coefficient is assumed to be uniform.
Equation (9) shows that theGR-PAMsignal is an exponential
function of penetration depth. The decay constant is twice
the absolute absorption coefficient. Although the laser pulse
energy at the absorber surface (E0) may change due to either
shadowing from other absorbers or scattering, the exponen-
tial decay constant of theGR-PAMsignalwill not be affected
[21,22]. Therefore, the absorption coefficient can be deter-
mined without fluence calibration. Note that Eq. (9) was
derived based on a collimated beam.For a focused beamwith
0.63 NA, we numerically computed the decay constant in
Eq. (9), which was 2.14 multiplied by the absorption coeff-
icient. This correction factor was used in our experiments.
Figure 4(a) is a diagram of a thick layer of oxygenated
bovine blood sample imaged with an average laser pulse
energy of 15 nJ. TheOR-PAMimage inFig. 4(b) showsgood
contrasts only on the boundary due to the limited ultrasonic
bandwidth. The GR-PAM image in Fig. 4(c) shows clear
signals beyond the boundary. Two depth-resolved PA signals
and their difference are shown in Fig. 4(d), where the optical
focus was placed 60 μm below the boundary. The two
PA signals were almost identical at the boundary, but were
obviously different at the focus due to the Grueneisen
relaxation effect.
Figure 4(e) plots the GR-PAM signal decreasing with
depth. The data were fitted to Eq. (9) with a corrected decay
constant to calculate the absolute absorption coefficient.
By diluting the blood sample into different concentrations,
we measured different absorption coefficients. The results
agree well with the actual absorption coefficients measured
with a spectrophotometer. For example, the actual absorp-
tion coefficient of 100% blood at 532 nm was measured to
be 234 cm−1, which validated the GR-PAM measurement
of 240 8 cm−1.
Discussion.—Nonradiative relaxation is a primary energy
conversion mechanism in most light-matter interactions.
Label-free imaging of these nonradiative absorbers may
help diagnose and monitor many diseases, such as cancer.
The Grueneisen relaxation effect, as a natural result of
nonradiative relaxation and temperature dependence of,
primarily, thethermal expansion coefficient, exists in many
materials, such as water, aqueous solutions, and soft bio-
logical tissues. PA signals are inherently sensitive to the local
Grueneisen parameter. The combination of the Grueneisen
relaxation effect and PA detection enables high-resolution
label-free PA imaging of many endogenous absorbers, such
as hemoglobin, lipid, melanin, DNA/RNA, protein, or water
[23–27]. Although the specificity of single-wavelength
label-free imaging might not be as high as a fluorescence-
labeled counterpart, multiple wavelengths may be used to
spectrally separate primary absorbers.
FIG. 3 (color online). (a)–(c) Optically sectioned GR-PAM
images of red blood cells at three depths. (d)–(f) Optically
sectioned OR-PAM images of the same sample as in (a)–(c).
(g) A side-view GR-PAM image of red blood cells in the x − z
plane. (h) A side-view OR-PAM image of the same sample as in
(g). (i) PA profiles along the dashed lines in (c) and (f). The
contrasts of the doughnut-shaped features were measured in
GR-PAM and OR-PAM images. Based on measurements from
nine RBCs, the contrast of GR-PAM is 0.46 0.04, while the
contrast of OR-PAM is 0.11 0.03 (mean  standard error). The
average ratio between the contrasts is 4.2. (j) Volumetric GR-PAM
image of red blood cells.
FIG. 4 (color online). (a) Diagram of a thick blood sample.
(b) An OR-PAM cross-sectional image. (c) A GR-PAM cross-
sectional image. (d) Time-resolved PA signals from the two laser
pulses and the differential PA signal. The focus was 60 μm below
the blood surface. (e) Exponential decay of GR-PAM amplitude
along depth. (f) Measured absolute absorption coefficient versus
set absorption coefficient.
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GR-PAM requires pulse energy similar to that of conven-
tional OR-PAM. Since the differential PA signal amplitude
is proportional to the residual temperature, a good PA signal
from the first laser pulse ensures effective thermal tagging.
Note that the differential operation in GR-PAM decreases
the signal-to-noise ratio. In addition, when applying
GR-PAM to in vivo tissues or living cells, the tolerable
sustained temperature rise cannot be higher than one to
several degrees, which is another limiting factor for high
SNR. Modulated thermal tagging may be used to improve
SNR in the future. Averaging or more sensitive ultrasound
detection might also address this issue to some extent.
In terms of light exposure, the average laser power of
GR-PAM is twice as high as that in OR-PAM due to the
second laser pulse. If cumulative heating starts to approach
the damage threshold, the laser pulse energy can be reduced
at the expense of SNR. Unlike conventional OR-PAM, the
GR-PAM signal is proportional to the square of the optical
absorption coefficient. Thus we can use the square root of
the GR-PAM signal if a linear mapping of the absorption
coefficient is desired.
The dual-laser system in GR-PAM can be further
simplified by splitting a single laser pulse into two and
delaying one pulse. The time delay between the two laser
pulses should be shorter than the thermal relaxation time
so that the thermal tagging by the first laser pulse can
significantly affect the second PAmagnitude. The point-by-
point depth scanning prolongs data acquisition, which
might be mitigated by increasing the laser repetition rate
and the scanning speed.
Using dual-pulse laser excitations and a high-NA PA
probe, GR-PAM improves the axial resolution from the
acoustic scale to the optical depth of focus, and the lateral
resolutionwas improved by∼
ﬃﬃﬃ
2
p
. In addition to its improved
resolutions, GR-PAM also enables measurement of the
absolute absorption coefficient without calibration of the
local optical fluence. We notice that acoustic-scale axial
resolution has recently been pushed to several microns using
either deconvolution or a high-frequency ultrasonic trans-
ducer [19,20]. However, the optical sectioning capability
provided byGR-PAM still shows salient advantages, such as
not requiring high-frequency transducers or a model-based
algorithm, and it can also measure absolute absorption
coefficientswithout fluence calibration. In addition, we hope
this exploration of the Grueneisen relaxation effect can
inspire more applications in PA imaging and sensing.
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